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Abstract 

Recording and monitoring vital signs is an essential aspect of home-based healthcare. Using 

contact sensors to record physiological signals can cause discomfort to patients, especially after 

prolonged use. Hence, remote physiological measurement approaches have attracted considerable 

attention as they do not require physical contact with the patient’s skin. Several studies proposed 

techniques to measure Heart Rate (HR) and Heart Rate Variability (HRV) by detecting the Blood 

Volume Pulse (BVP) from human facial video recordings while the subject is in a resting 

condition. In this thesis, we focus on the measurement of HR.  

We adopt an algorithm that uses the Independent Component Analysis (ICA) to separate the 

source (physiological) signal from noise in the RGB channels of a facial video. We generalize 

existing methods to support subject movement during video recording. When a subject is moving, 

the face may be turned away from the camera. We utilize multiple cameras to enable the algorithm 

to monitor the vital sign continuously, even if the subject leaves the frame or turns away from a 

subset of the system’s cameras.   Furthermore, we improve the accuracy of existing methods by 

implementing a light equalization scheme to reduce the effect of shadows and unequal facial light 

on the HR estimation, a machine learning method to select the most accurate channel outputted by 

the ICA module, and a regression technique to adjust the initial HR estimate. We systematically 

test our method on eleven subjects using four cameras. The proposed method decreases the RMSE 

by 27% compared to the state of the art in the rest condition. When the subject is in motion, the 

proposed method achieves a RMSE of 1.12 bpm.  
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Chapter 1. Introduction 

Vital signs, including Heart Rate (HR) and other physiological signs such as respiratory rate and 

Heart Rate Variability (HRV), are important indicators of patient health. They provide critically 

needed information to make life-saving decisions. Continuous monitoring of HR and HRV is 

becoming an important aspect of home-based healthcare. In addition to physical health assessment, 

HR and HRV measurement can be employed for psychological health monitoring [1]. For instance, 

mental stress can be effectively assessed using HR and HRV measures [2]. 

1.1. Problem Statement  

Methods to measure HR are classified into two categories: Contact and Non-Contact based. 

Contact based measurement involves the use of sensors attached onto the patient’s skin. There are 

several limitations in contact based-measurement. These sensors limit the movement of the patient 

due to their wiring system. Moreover, in some cases, connecting the sensor to the skin is not 

possible due to the patient’s condition. For example, monitoring vital signs in the Neonatal 

Intensive Care Unit (NICU) requires the use of adhesives to attach sensors to the skin of pre-term 

infants which might result in pain and skin irritation [3]. However, non-contact measuring methods 

address effectively theses issues.  Optical non-contact methods estimate a photoplethysmography 

(PPG) signal without directly being placed on the subject’s body. A growing body of literature 

investigates the possibility of using camera-based contactless techniques, better known as camera 

based non-contact PPG, to measure HR. Several attempts have been made to increase the reliability 

and accuracy of these measurement techniques. These methods are based on the principle that the 

light absorption properties of blood differ from the surrounding skin. Hence, when the arterioles’ 
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blood volume increases, the skin color varies. These changes can be recorded by a standard RGB 

video camera. However, motion artifacts still restrict the use of remote HR measurement schemes 

during movement. 

1.2. Goals and Objectives 

We have developed a method to extract HR from a facial video of a subject in movement. Hence, 

the objective of this study is to assess the accuracy of the latter method by comparing the 

physiological signals extracted from a facial video with those collected via an electrocardiography 

(ECG) sensor. We note that previous video-based HR measurement studies suffer from several 

limitations: 

 First, the subjects were permitted only slight movements[4][5][6]. 

 Second, the measured PPG signal was vulnerable to noise caused by lighting condition 

changes [7].  

 Third, since the implemented ICA module produces three signals as output, mostly 

unproven heuristic methods were used to select the signal best reflecting the BVP 

information [4]. 

1.3. Motivation 

Contactless techniques to monitor vital signs have a variety of applications. For example, in long 

term HR monitoring [8], contact-based techniques such as ECG may lead to skin irritations as the 

electrodes are replaced daily over roughly the same area. Hence, contactless techniques are well 

suited for this scenario. In addition, there are situations where the patient might not be interested 
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in keeping skin-irritating sensors attached. Prisoners on suicide watch who are monitored to ensure 

that they do not self-harm fall under this category. Hence, we recognize a need for the development 

of effective mechanisms to monitor vital signs remotely.  

1.4. Contributions 

We summarize our contributions as follows: 

1. We propose a light equalization scheme to minimize the negative effect of noise generated 

from the fluctuation of light on HR estimation; 

2. We develop a ML algorithm to select the PPG information carrying component after 

performing ICA on the RGB channels 

3. We propose a linear regression model to improve the accuracy of the HR estimation 

obtained through the ICA. 

4. We propose the use of multiple cameras to improve the estimation of HR of subjects 

roaming an environment.   

 

1.5. Thesis Outline  

The rest of this thesis is organized as follows:  

Chapter 2 discusses relevant background and related work. We summarize previous literature 

related to the contactless approaches to monitor physiological signals, more specifically the HR 

signal.  
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Chapter 3 describes the proposed method to estimate the HR signal with a single and multiple 

cameras. Furthermore, we describe the proposed Light Equalization, Machine Learning, and 

Linear Regression schemes. 

Chapter 4 presents the results for the validation and lab experiments we conducted to assess the 

effectiveness of the proposed method. Moreover, we discuss the results and present our 

conclusions.  

Chapter 5 summarizes the thesis findings and provides insights into future work. 
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Chapter 2. Background and Related Works 

 

In this chapter, we provide a brief explanation of the relevant concepts in image processing, 

physiological signals, and machine learning. Moreover, we present existing remote HR 

measurement solutions and summarize them in Table 1 and Table 2. 

2.1. HR Measurement 

HR, defined as the number of heart beats per unit of time, is a significant measure for assessing 

cardiac well-being [9].Typically, it is measured as the number of heart contractions per minute 

(bpm). Its regular measurement is crucial in assessing and monitoring a myriad of health 

conditions. The regularity of the heart pulse can change during the lifetime, especially as people 

get older. Monitoring these changes is essential in preventing health issues related to the heart 

[10][11]. 

HR can be measured by finding the pulse of the heart. The process of measuring HR can be 

classified into either contact or non-contact method.  

2.1.1 Contact Measurement 

Contact measurement methods are the most widely used for extracting HR signals, and often 

involve the use of sensors placed directly on the subject’s body. ECG and PPG sensors are two 

examples of non-invasive sensors to measure cardiovascular signs of health.  The ECG sensor 

records the electrical activity of the heart muscle using small electrodes attached to several parts 

of body [12]. PPG is a low-cost and non-invasive means of sensing the blood volume pulse (BVP) 
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from variations in the reflected light through the tissue [13]. It is usually obtained through a pulse 

oximeter that is attached to the finger to measure the oxygen saturation level in the blood. 

2.1.2. Non-Contact Measurement 

 To the best of our knowledge, among the various attempts towards measuring human vital 

signs remotely, Chen et al. [14] were the first to introduce remote measurement of HR. They use 

a Doppler radar as an active sensor in a Microwave system [15][16]. The radar detects heart and 

breathing rates from almost a 30 meters distance [17][18]. The radar projects a low-intensity 

microwave signal. The signal is reflected onto the subject and received back by the radar. By 

analyzing the reflected beam, they can measure the motion of the chest wall and abdomen and, 

consequently, the breathing rate of the subject [19]. Greneker [20] presents another method that 

uses a microwave Doppler system equipped with a charge-coupled device camera and a 0.6 meter 

dish to measure HR and breathing rate. The system requires an operator to aim a beam onto the 

thorax area of the subject’s chest to make the measurement. 

Bakhtiari et al.  [21] develop a millimetre wave radar (MMW) sensor for the remote monitoring 

of human vital signs over a long distance. The waveband they select provides low propagation 

losses, which enables them to monitor vital signs over a long distance. They extract and measure 

the modulation induced by a signal reflected off a moving object’s surface. For instance, breathing 

and heartbeats cause slight motion on the chest’s surface that is detectable by the MMW sensors. 

They effectively extract vital sign signals using the MMW sensor for stationary subjects. However, 

the method is ineffective in the presence of mere subtle movements.  
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Huang et al. [22] measure ECG using electrodes attached to the backrest of a sofa. The authors 

classify this method as a non-contact technique as the electrodes are separated from the body. This 

system can measure HR and HRV parameters under various living conditions.  

Using thermal cameras creates new opportunities to realize non-contact vital signs 

measurement techniques. Nanfei et al. [23] demonstrate the first remote passive cardiac pulse 

measurement through a thermal imaging system. This method is based on the computation of the 

frequency of pulses derived from the temperature changes on the vessel modulated by pulsatile 

blood flow. Furthermore, Garbey et al. [24] use a thermal imaging system to acquire the thermal 

signals emitted from major superficial vessels. They calculate the frequency of pulsative blood 

flow to extract the HR signal. They assume that the heart pulse frequency is dominant in the 

thermal field of a superficial vessel. Hence, recovering the frequency of the component signal with 

the highest energy component leads to acquiring the HR signal. However, this approach has some 

limitations. It requires the use of an expensive thermal imaging camera. In addition, it can yield 

inaccurate results due to the variation in room temperature [25] 

As opposed to the above described methods, RGB video-based methods measure variations in 

the subject’s skin color to extract a PPG signal. PPG is a non-invasive technique to sense the BVP 

through the light reflected from the skin. As blood absorbs more light compared to the surrounding 

tissue, changes in the blood volume affects the reflectance of the light [4].Takano and Ohta [26] 

measure HR using a digital camera in an environment with ambient light. They calculate the 

average brightness of time-lapse skin images recorded by a charge-coupled device camera. They 

then apply auto-regressive spectral analysis on the images to calculate the HR. 
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Balakrishnan et al. [27] estimate the HR from video recordings based on the human head 

motion caused by Newtonian reaction to the induction of the blood at each beat. They use PCA to 

decompose the extracted video signals into a set of component motions. Then, they select the 

component whose temporal power spectrum best matches to the pulse shape. One of the difficulties 

with this method is discriminating between the movement of the subjects and the motion of the 

head during the video recording. 

Sun et al. [28] investigate the feasibility of remote monitoring of HRV and other physiological 

signals. They use palm images to extract the HRV. They employ a CMOS camera-based imaging 

system for capturing the PPG through palm images. 

MacDuff et al. [29] utilize a five band camera (Red, Orange, Green, Cyan, and Blue) instead 

of RGB camera to measure HR and HRV from facial images. Non-standard camera such as the 

five-band camera is more expensive than the conventional RGB camera.  They use the LEAR 

facial landmark detector [30] to find the coordinates of the face landmarks in each frame. Color 

channels spatially averaged and then presented to the ICA. Their results indicate that the 

combination of Cyan, Green, and Orange color channels boost the performance of the 

measurements of vital signs.    

Bousefsaf et al. [31] capture the RGB face images and convert them to the LVU color space. 

They assert that the motion and light artifacts have a smaller impact on the U component. Hence, 

the HR and HRV signals can be extracted from the U component. To do so, first, they use a skin 

detection algorithm to mask the face from the background. Second, they extract the raw signal out 

of the facial images by combining the U component of the LUV images and the masked face 
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images.  Third they perform a wavelet transformation to filter the signal and calculate HR from 

the final extracted signal. 

Kumar et al. [32] extract the HRV using the Maximum Ratio Combining (MRC) method. This 

method combines the average pixel intensity of signals from different regions of the face. They 

achieved −5.32 dB for overall Signal to Noise Ratio (SNR) of the PPG signal and 8.09 ± 22.44 

bpm for RMSE.   

Antink et al. [33] present a multimodal method to monitor HR signal. They extract skin color 

variation and head motion from the video stream. Moreover, they use Ballistocardiographic sensor 

(BCG) to measure the ballistic forces on the heart. They infuse the extracted signal from each 

source to estimate the beat-beat HR signal. A Bayesian approach is chosen in order to remove the 

different noise characteristics of the three independent sources. They performed PCA and select 

the first five principal components using FFT to find the most relevant component to the HR signal. 

In addition, they compared the performance of ICA, MCR and spatial averaging on their dataset. 

They achieved better results by spatially averaging over the green channels, although the number 

of subjects (4 subjects) in the experiment is not sufficient to reach strong conclusions. 

Park et al. [34] presents a non-contact measurement method to monitor cardiac responses using 

infrared images of the patient’s pupil. Any change in major organs, such as the heart, can cause 

change in the pupil’s contraction rhythm. In this study, they analyze the harmonic frequency of 

pupillary rhythm to find the response of the heart. 

Rubinstein et al. [35] proposed a method called Eulerian Video Magnification (EVM) to reveal 

and magnify the small changes in skin color. The input of this system is a standard video sequence 
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from face. EVM uses localized spatial pooling and temporal filtering to detect and magnify subtle 

changes in the skin color that reflect BVP. 

Alghoul et al. [36] investigate two methods to extract HR and HRV from a facial video. They 

compare the EVM and ICA approaches. Their results show that ICA-based methods are generally 

more accurate than EVM-based techniques.  

Poh et al. [37] propose a method to recover the HR in non-laboratory conditions. They use a 

face tracker algorithm to track the small motions of the subject during measurement [4]. However, 

the subject remains in a fixed position relative to the camera. The subject’s movements are 

restricted to tilting the head sideways, nodding, looking up/down, and leaning forward/backward. 

Then, they select a rectangular area of the face, which includes 60% of the width and the full height 

of the detected face as a Region of Interest (ROI). They decompose the ROI into the RGB channels 

by averaging the Red, Green and Blue amplitude values over all the pixels for each frame. They 

present the RGB signals to the ICA module to separate them into three independent components. 

One of the independent components produced by the ICA module is most reflective of BVP. 

However, it is not always clear which one. Poh et al. [4] heuristically choose the second 

component. Conversely, in another study by the same authors, they choose the signal with the 

maximum integrated power spectrum [37].  

Aarts et al. [38] conduct a pilot study to investigate the feasibility of employing a camera-based 

PPG measurement system for remotely monitoring the HR of premature babies in the NICU. They 

use an RGB camera to record a facial video and manually select the ROI from the uncovered parts 

of the baby such as face and hands. They learned through their experiments that the green channel 

shows the strongest PPG signal among the other channels, hence, they apply further analysis on 
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this channel to acquire the proper HR signal. They successfully extracted the HR for all subjects 

except the ones that moved during the experiment. Moreover, they state that noise caused by 

continuous motion and light fluctuations negatively affected the performance of their system.  

Monkaresi et al. [5] followed the Poh et al.[37] approach to extract the three independent 

components post ICA. However, they use ML techniques to select the best extracted component. 

They indicate that the output of their ML algorithm chose the third component as the most probable 

component to carry the HR information among all other components. They achieved lower  RMSE 

compare to Poh et al. [37][4], however they did not present the result of their ML model in their 

published paper.  

Some of the pervious work study extracting biological signals from multiple images. Gupta 

[39] presents a real-time non-contact imaging PPG method which uses synchronized multiple 

cameras to extract HR and HRV. They utilize a thermal, an RGB, and a Monochrome camera. In 

the experiment, the participants were seated in front of the three cameras. The extracted RGBMT 

(Red, Green, Blue, Monochrome, and Thermal) signals are spatially averaged over all the pixels 

in each frame. Furthermore, they use ICA to extract the independent signals and band pass filtering 

to remove the possible noise from the light and motion artifacts. Their results show that the RGT 

channel combination gives the lowest error (4.62%) in comparison with the other channel 

combinations (e.g. BGRM: 4.72% and RG: 4.77%).  

Table 1 compares the existing algorithms with the proposed method in terms of the activity the 

subjects are engaged in, number of subjects, and techniques employed for face detection. The 

activity includes sitting without motion, sitting with natural movement, and movement without 

restrictions. The Number of Subjects column also reports the gender of the participants. We report 
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on the variety of facial detection algorithms utilized by the referenced studies. Table 2 presents the 

signal acquisition methods, including color spaces in use and source separation schemes are 

presented separately. The filters and their related cut-off frequencies are presented in the Noise 

Reduction column. The light modification algorithm responsible for reducing the negative effects 

of the light fluctuation is presented under the Light Equalization Method column. The last column 

describes the selected component to extract the final HR.  
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Table 1: Summary of the measurement set up of the reference works and proposed method 

Ref. Activity # of 

Subjects 

Human Detection 

Algorithm 

 

[4] 

1: Seated Stationary 

2: Seated with Natural Movement 

12 

(2 F, 10M) 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[5] 

1: Seated Stationary 

2: Natural Movement During Gaming 

3: Indoor Cycling 

 

10 

(2 F, 8 M) 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[27] 

 

Stationary and seated upright 

 

18 

(7 F,11 M) 

Face and Head (: OpenCV Library (a 

boosted cascade classifier)[40] 

 

[28] 

 

 Seated stationary 

 

10 

(3 F, 7 M) 

 

 

Palm Images 

 

[29] 

1: Seated Stationary 

2: Seated under Cognitive Stress 

 

10 

(7 F, 3M) 

 

Face: LEAR Face detector [30] 

 

 

[31] 

1 = Sated stationary and calm 

2 = Seated with pre-defined head 

movements 

 

12 

(2 F, 8 M) 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

Skin: Detection Using YCbCr color space 

[41] 

 

 

[32] 

 

1 = Seated Stationary 

2 = Seated Reading 

3 = Seated Watching video 

4 = Seated Talking 

 

12 

(5 F, 7M) 

Face: Deformable Face fitting algorithm 

[42] 

Feature Tracker [43] 

 

 

[33] 

 

1 = Seated stationary 

2 = Seated Reading without motion 

3 = Seated Reading without further 

instructions 

 

4 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[36] 

 

Seated Stationary 

12 

(3 F, 9 M) 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[37] 

 

Seated Stationary 

 

12 

(4 F, 8 M) 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[44] 

 

 

Seated Stationary 

 

4 

Face: OpenCV Library (a boosted cascade 

classifier)[40] 

 

[39] 

 

Seated Stationary 

 

9 

Face: conditional regression forests (CRF) 

[45] 

 

 

proposed 

Method 

 

1: Seated Stationary 

2: Walking freely (Distance 7 meter from 

camera)  

 

 

11 

(4 F, 7M) 

 

OpenFace[46] 

KLT feature Tracker[43][47][48]  
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Table 2: Summary of the algorithm of the reference works and proposed method 

 

Ref. 

 

Color 

Space 

Blind Source 

Separation  

Method 

 

Noise Reduction  

 

Light 

Equalization 

 

Component selection  

 

[4] 

 

RGB 

 

ICA 

 

A Band pass Filter 

 

N/A 

Second Component 

 

[5] 

 

RGB 

 

ICA 

 

Moving Average Filter 

 

 

N/A 

ML* technique= Third 

component   

 

[27] 

 

RGB 

 

PCA 

 

Butterworth filter 

 

NA 

Component with highest 

peak in PSD 

 

[28] 

RGB N/A  

Butterworth Filter 

N/A First Component  

 

[29] 

RGB  

ICA 

 

Hamming window filter 

[0.75-3 Hz] 

 

N/A 

Component with highest 

peak in PSD 

 

 

[31] 

 

LUV 

 

N/A 

 

CWT and Inverse- CWT 

[0.65,3 Hz] 

 

N/A 

U Channel 

(represents Red and Green 

color indicator)  

 

 

[32] 

 

 

RGB 

 

MRC 

 

Hamming window filter  

 

N/A 

 

Green Channel 

 

 

[33] 

 

 

RGB 

 

N/A 

 

A pass band Filter [0.7-

3.6 HZ] 

 

N/A 

 

Green Channel 

 

 

[36] 

 

 

RGB 

 

ICA 

and 

EVM 

- Five Point Moving 

Average 

- Hamming Window 

Filter [0.75-3Hz] 

- Butterworth Filter 
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2.2. Human Detection Systems 

To develop a remote HR measurement system using video, we must first detect the presence 

of the monitored subject. Furthermore, to employ multiple cameras in the vital sign monitoring 

system, we need to detect the head pose of the subject with respect to the camera. This allows us 

to identify the camera that has the clearest view of the subject’s face. Hence, in this section we 

will explore the topics of face and head pose detection. 

2.2.1. Face Detection 

Face detection is a mature research area that continues to gain attention from researchers due 

to the applicability of the technology to a wide variety of systems, such as biometric identification, 

surveillance applications, video conferencing, indexing of image, video databases and intelligent 

human–computer interfaces. For instance [49]used  face detection for patient identification in 

medical record retrieval.  

Face detection is one important step in face recognition systems. Face recognition is one of the 

popular approaches to biometric identification; hence many biometric systems infuse face 

recognition with other biometric features such as voice or fingerprints. Frischholz et al. [50] 

presents a model-based face detection method which combines face, voice, and lip movemenst 

recognition in a biometric systems. There are many digital image and video databases across the 

internet as the study of face detection algorithms has become an important part of many content 

based image retrieval (CBIR) systems. For example, Wactlar et al. [51]provides search and 

retrieval of TV news and documentary broadcasts based on the CBIR systems focusing on 

associating names with faces. In our work, we use a face detection scheme to locate the monitored 

subject in the video frame. Moreover, we propose a vital sign monitoring system consisting of 
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multiple cameras, where decisions involving which camera to use are based on an estimate of the 

head’s angle with respect to each camera. Human faces are detected using a face detection 

algorithm [46]then the pose of the human head is computed based on the algorithm features. 

There are several approaches to detect a face from a digital image or video frame. The traditional 

approaches find the facial landmarks (Feature-Based).  Facial landmarks may vary from one 

method to another. An algorithm may choose the position or size of the eyes, nose, cheeks and 

mouth. For example, Christodoulou et al. [52] consider three features: skin, hair, and others to 

locate human faces. These landmarks are used to find matching features in the unknown images.  

Other approaches use template-matching technique to recognize the face in images (Appearance-

Based). Some of these techniques use the entire gray-scale face images as template images. For 

instance, Brunelli et al. [53] create a facial images dataset and numbers the dataset based on the 

image entry. Each unclassified image is compared with the dataset. The result of the comparison 

is a vector including matching score. The image with the highest matching score is the final face 

category. Furthermore, Sakai et al. [54] use several sub-template images for eyes, nose, mouth and 

cheekbones to create a new face template . Then, the correlation between unknown images and the 

face template is calculated to find the best match. Scale-Invariant Feature Transform (SIFT) is 

another template matching technique where texture features are extracted and stored as a template 

dataset. These features are known as SIFT key points. Best matches from any new images can be 

selected based on the location, scale and orientation of the objects with respect to the SIFT feature 

dataset [55] 
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2.2.2. Head Pose Detection 

Multimodal Human Computer Interaction (HCI) employs multiple modalities including 

speech, faces [56] and head pose[57]. The human head pose can be described by pitch, yaw and 

roll (Figure 1). Head pose detection has many applications in HCI research. For instance, the 

influence of banner advertisements on attention has been studied using head pose and gaze 

detection algorithms in [58]. Moreover, Stiefelhagen [59] use head pose detection to track the 

attention of the audience in general meetings; they postulate that if an individual wants to pay 

attention to an object, he/she typically turns his/her head towards it.  

 

Figure 1:  Head pose degrees of freedom 

 

2.3. Independent Component Analysis (ICA) 

Independent component analysis (ICA) [60] is a blind source separation technique to separate 

multivariate signals from underlying sources. Poh et al. [4] use ICA to extract the channel 

containing BVP information from RGB signal which is  obtained from the video recording of the 
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human face by a webcam. ICA decomposes the RGB signals to three independent source signals. 

Any of them can carry PPG information. Let us denote the amplitude of the Red, Green and Blue 

signals extracted from the camera at the time point 𝑡 by 𝑦1(𝑡), 𝑦2(𝑡) and 𝑦3(𝑡), respectively. 

Moreover, let 𝑥1(𝑡), 𝑥2(𝑡) and 𝑥3(𝑡) represent the underlying independent source signals after 

applying ICA. Then, the input of the ICA is a linear mixture of the underlying sources: 

𝒀(𝒕) = 𝑨𝑿(𝒕)     (1) 

Where 𝒕 = [𝒚𝟏(𝒕), 𝒚𝟐(𝒕), 𝒚𝟑(𝒕)]𝑻, 𝑿(𝒕) = [𝒙𝟏(𝒕), 𝒙𝟐(𝒕), 𝒙𝟑(𝒕)]𝑻 and matrix A contains mixture 

coefficient 𝑎𝑖𝑗. ICA decomposes the underlying sources by finding a demixed Matrix, W. W is the 

inverse of the matrix A:  

  𝑿ˆ(𝒕) = 𝑾𝒀(𝒕)     (2) 

To uncover the independent sources, W should be maximize the non-Gaussianity of each source. 

Red

Blue

Green ICA

Estimated 3

Estimated 2

Estimated 1

RGB Camera

 

Figure 2: Independent Component Analysis 

2.4. Signal Processing 

It is difficult to measure HR immediately post-ICA, as the produced signals require noise 

reduction procedures.  In this section, we will briefly describe the type of filters that are commonly 

used after ICA and how they are employed in remote HR measurement: 



19 

 

 Moving Average Filter: is a low pass Finite Impulse Response (FIR) filters which 

considers M sample of the input signal and takes their average to produce a single 

output point.[5] [36][37] 

 Low Pass Filter: The range of the heart rate is in the low frequency range. The normal 

heart rate range of an adult at rest is between 1 to 1.67 Hz. Hence the designed filter 

removes frequencies above 1.67 Hz. 

 Hamming Window Filter: is a band pass filter which reduces the ripples in the signal 

and retrieves a more accurate representation of the original signal's frequency spectrum 

[29][32][36][37][44]. 

 Butterworth Filter: An adaptive HR filter proposed by [36] to further clean up the 

signal. The adaptive filter uses an initial HR estimate to build a narrow band IIR 

Butterworth filter. The filter continuously updates its HR-Estimate (where HR-

Estimate refers to the HR estimate in the previous video window) to ensure adaptability 

to changes in the HR. 

2.5. Machine Learning 

Machine Learning (ML) is one of the applications of Artificial Intelligence (AI) that enables the 

system to learn using statistical techniques[61]. In this procedure, the machine learns from a given 

dataset to make prediction or decisions. 

There are two categories of ML techniques based on the learning process:  

 Supervised Learning: Data is provided with labels. The machine learns from the existing 

relationship between the input, labels, and output, to predict the label of future data.     
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 Unsupervised Learning: No labels are provided. The machine defines a function that 

describes the structure of the unlabeled data.  

An ML system can also be categorized based on its output: classification and regression. We will 

describe the latter two categories in the following sub-sections. 

2.5.1. Classification 

Classification modeling is the task of approximating a modeling function from input variables 

to a discrete output variable. The output of the classification is the label. The scheme function 

predicts the labels of each given observation. 

2.5.2. Regression 

Regressing is the task of approximating a modeling function from input variables to a continuous 

output variables. The output of the regression is a real value, hence the performance of this model 

must be reported as an error of the predictions.  

Classification

Classification Regression  

Figure 3: Machine Learning categories based on their output 
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Chapter 3. Proposed Method 

We base our approach on the system proposed by Poh et al. [4]. Fig. 1a depicts the steps 

necessary to produce a HR estimation from video using the Poh et al. [4] technique. First, they 

find the face of the still subject using a face detection mechanism. Then, they select a rectangular 

area of the face, which includes 60% of the width and the full height of the detected face as a 

Region of Interest (ROI). They decompose the ROI into the RGB channels by averaging the Red, 

Green and Blue amplitude values over all the pixels for each frame. They present the RGB signals 

to the ICA module to separate them into three independent components. One of the independent 

components produced by the ICA module is most reflective of BVP. However, it is not always 

clear which one. Poh et al. [4] heuristically choose the second component. Conversely, in another 

study by the same authors, they choose the signal with the maximum integrated power spectrum 

[37].  

In the proposed approach, we alleviate the assumption of subject stillness. Hence, we suppose that 

the subject is given freedom to roam the environment. The algorithm shall measure the HR given 

that it receives a video that captures at least 50% of the subject’s face. Figure 4 depicts the steps 

involved in processing a facial video to estimate HR using the proposed approach. To describe our 

method, in the following subsections, we discuss only the differences between the proposed 

approach and Poh et al. [4]. We highlight our contributions in red in Figure 4.b. 
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Figure 4: Method flowcharts of (a) Poh et al. [4] (b) proposed method 

3.1. Single Camera Approach 

In movement, the angle of the subject’s face and the camera change frequently. In this thesis, we 

present two approaches for remotely measuring HR from video: the single camera and the multi-

camera approaches. For the single camera approach, we assume that the face of the subject is 

visible in all video frames. Hence, one camera is used to capture the face of the subject. In the 

multi-camera approach described in Section 3.2. we utilize multiple cameras to capture the 

subject’s face under a variety of head poses. In this section, we discus the single camera approach.   
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3.1.1. Face Detection 

We use a face detection method and a robust face tracker to find and track the face in a video 

recorded by a standard RGB camera. In our experiment, we used a 24-bit RGB camera recording 

at a 30-frame per second and 640×480 pixels per frame. The face detection method 

(OpenFace)[19] finds the face in the first frame. However, after initial experiments, we found that 

this algorithm is unable to detect the face if the subject is more than two meters away from the 

camera. To address this problem, we add Kanade–Lucas–Tomasi (KLT) [47][48][62] feature 

tracker to the face detector. Using the tracker, we can track the detected face as the subject moves. 

The maximum allowed distance of the subject can now be seven meters from the camera. The 

combination of these two methods returns the face detected in each frame. We elect to consider 

the entire face of the subject as the ROI to collect enough facial information when the size of the 

face decreases due to the increase in the distance from the camera. 

3.1.2. Light Equalization 

Objects look different under varying light conditions. Human beings recognize objects in 

images with little effort despite lighting changes. However, it is challenging for computer vision 

systems to achieve the same feat.  

The noise generated by fluctuations in the light levels can disrupt continuous measurement of 

HR. This is especially important given that the proposed approach, as opposed to previous ones 

[4][5], supports subject motion and roaming. Hence, changes in lighting levels on the face are 

bound to occur in an unevenly lit environment. To address this issue, we decompose the ROI pixels 

into the H (Hue), S (Saturation) and L (Lightness) color components. We calculate L´ by 

normalizing the values of L in the ROI across the frames of the video window. We then replace 
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𝐿𝑥𝑦𝑖 by 𝐿𝑥𝑦𝑖
′   for every pixel at (𝑥, 𝑦)in frame 𝑖. We leave the values of the H and S components 

unchanged. For a given video window composed of 𝑛  frames, we calculate 𝐿𝑥𝑦𝑖
′   using equation 

(1) where we denote the mean of 𝐿𝑥𝑦𝑖for pixel (𝑥, 𝑦) over 𝑛 frames by 𝑀𝑥𝑦 and the standard 

deviation by 𝑆𝑥𝑦.  

𝑳𝒙𝒚𝒊
′ =  

𝑳𝒙𝒚𝒊−𝑴𝒙𝒚

𝑺𝒙𝒚
    (3) 

 In a continuous monitoring scenario, the video window refers to the length of video we use to 

calculate one HR value. Although different window sizes can be employed by the system’s 

operator, for our experiments, we adopted a standard window length of 60 seconds (i.e. 

approximately 1,800 frames for a 30 frames-per-second sampling rate). We reconstruct the ROI 

using the H, S and L´ color components. Therefore, we decrease light fluctuation in the frames of 

a single video window. Figure 5 shows the changes in lighting across three frames before (Figure 

5a) and after (Figure 5b) light equalization.  

Before 

Light Equalization

After 

Light Equalization

(b)(a)  

Figure 5: Face images (a) before and (b) after light equalization. The intensity of the light is different over the video frames. 

The right side of the face is darker than the left side in (a). The lightness of the face is equalized in (b) after the proposed 

algorithm 
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3.1.3. Signal Processing 

To form the raw signals, the ROI is separated into the RGB channels then spatially averaged 

over all pixels. The raw signals from the Red, Green, and Blue channels are de-trended using a 

technique based on the smoothness priors approach [63]. The signals are de-trended by a 

smoothness parameter of λ=2000. Moreover, the de-trended signals are normalized by subtracting 

the mean and dividing by the standard deviation. After normalizing and de-trending, the RGB 

signals are presented to the ICA module. The order of the independent components produced by 

the ICA module is random. It is difficult to measure HR immediately post-ICA, as the produced 

signals require noise reduction procedures. 

We apply a Low Pass Filter with a cut-off frequency of 5 Hz to the ICA output signals. The 

cut-off frequency is selected based on the frequency range of a typical HR signal. Furthermore, 

we apply a Hamming window filter to reduce the ripples in the signal and retrieve a more accurate 

representation of the original signal's frequency spectrum.  

Next, we use a narrow band second order Butterworth filter proposed by [36]to further clean up 

the signal. This filter uses an initial HR estimate to build a narrow band IIR Butterworth filter with 

the following cut-off frequencies: 

L-Cutoff = α× HR_Estimate      (4) 

H-Cutoff= β× HR_Estimate      (5) 

 

where α < 1 and β > 1. 

 Per Alghoul et al. [36], we adopt an α value of 0.8 and β value of 1.2. The filter continuously 

updates its HR-Estimate (where HR-Estimate refers to the HR estimate in the previous video 

window) to ensure adaptability to changes in the HR.  
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3.1.4. Channel Selection 

ICA produces three independent components (i.e. signals) in a random order [64]. One of these 

independent components best reflects the PPG information. Therefore, making an assumption 

about which component contains the most useful information based on the order of the output of 

the ICA module contradicts the nature of ICA. Monkaresi et al. [5] use ICA and a ML model to 

predict the best component. They indicate that the output of their algorithm chooses the third 

component as the PPG carrying signal among all others, hence this is the channel they adopt. Poh 

et al. [4] heuristically choose the second component as the PPG reflecting signal.  

 Therefore, we propose a ML-based algorithm for independent component selection post-ICA. 

In the proposed method, the signal selection runs every time a video is processed to extract the 

HR. No assumption is made about the order in which the independent components are outputted 

by the ICA module. The independent component carrying the PPG information is dynamically 

calculated.  

There are commonly two ways to calculate the HR after filtering is concluded [65]. The first 

one is to count the number of peaks in the time domain PPG signal. The second one, used by Poh 

et al. [37] and referred to as the MPA (maximum peak among all peaks) approach, is to identify 

the highest amplitude of the frequency domain representation of the PPG. The component with 

highest peak in the frequency domain corresponds to the HR. We adopt the latter technique as it 

is less sensitive to minor disturbances in the time domain signal that might introduce noise artifacts 

that mimic PPG peaks. We heuristically choose ten features to feed to the ML algorithm. They are 

categorized into two-feature sets: statistical descriptor features (e.g. mean and standard deviation 

of the PPG signal in the time domain) and physiological features (e.g. HR and HRV). We run a 

feature selection algorithm, namely PCA (Principal Component Analysis) [66], to select the most 
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useful features. This reduces the number of features to five. We use these features to train our 

predictive model. The first three features are obtained from the frequency domain. They are the 

amplitude of the highest peak, its corresponding frequency and ratio of the highest peak over the 

total power. If the 𝑦(𝑡) is the PPG signal in the frequency domain, the third feature can be written 

as  

𝝎 =
𝒎𝒂𝒙|𝒚(𝒕)|𝟐

𝑬[|𝒚(𝒕)|𝟐]
    (6) 

where 𝑚𝑎𝑥|𝑦(𝑡)|2 is the maximum power and 𝐸[|𝑦(𝑡)|2] is the expected value of  |𝑦(𝑡)|2. 

The fourth and fifth features are in the time domain and are the standard deviation and mean 

of the distance between troughs and peaks in the BVP signal.  

We performed preliminary testing on several classifiers to select the ones that yield the highest 

accuracy and precision. For instance, we tested decision tree, Support Vector Machine (SVM) and 

K-Nearest Neighbor (KNN). In Section IV, we present the results we obtained from the best three 

classifiers: KNN, Random Forest, and K-star. KNN and K-Star are instance-based learning 

algorithms. KNN stores instances of the training data to classify the new test data. Each test data 

point is considered in the same class of the nearest instance to the known test data point. The k- 

neighbors nearest to the test instance are selected and then the average of their predicted values is 

assigned to the test instance. K-Star uses entropic distance of instances to classify the test dataset 

based on the probability of transforming instances into another by randomly choosing between all 

possible transformations. It provides a consistent approach to handle the real valued attributes and 

missing values. In fact, Cleary et al. [67] compared several instance based algorithm in 

classification. They utilize several popular datasets commonly used in ML literature. They 

conclude that K-star performs well across all dataset and has superiority over all instance-based 
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algorithms. Random Forest is an ensemble learning method which utilizes multiple decision trees 

to train the dataset and returns the mean prediction or mode of the classes from each decision tree 

The Random Forest method has several strengths that renders it an attractive classification 

approach. It can estimate which features are important for classification (inner feature selection 

algorithm). It reduces the chance of producing a model that over fits the training data and there is 

no need to perform tree pruning [68][69]. 

Furthermore, we propose to combine Random Forest and K-star classifiers through a stacking 

scheme to further improve the accuracy and precision of the algorithm. The basic principle of this 

algorithm is that a group of “weak learners” can be combined to realize a “strong learner”.  

Stacking mixes several classifiers to make a final prediction from those of the combined classifiers.  

The input to the ML algorithm is the extracted features from each component and the output 

is a “Yes\No” label of whether the component carries PPG information. Hence, the HR value 

calculated from the independent component labelled as “Yes” by the ML algorithm is the one 

adopted as the correct HR. Although unlikely, there is a possibility that we obtain two or three 

“Yes” classifications from the three evaluated independent components. Therefore, the algorithm 

calculates a final HR estimate by averaging all HR values obtained from all components that 

correspond to a “Yes” classification. Similarly, if we obtain three “No” classifications, then we 

average the HR values obtained from all three components. We provide details about the dataset 

we use to train and test this algorithm in Section 4.1. Also, we present the training procedure in 

Section 4.1.3. 
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3.1.5. HR Adjustment through Linear Regression 

The HR calculated using the frequency domain based MPA approach is shifted with respect to 

the time domain based HR estimate [70] . In fact, in our preliminary investigation, we observed 

that the estimated HR derived through the MPA approach exhibits a linear shift with respect to the 

HR extracted from the ECG sensor through an R peaks count. We use linear regression to model 

this phenomenon. A linear regression model finds a linear relationship between one dependent 

variable and other explanatory or independent variables. We use this model to further correct the 

HR we extract from the video PPG signal using the MPA approach.  

We create a dataset that includes the HR obtained from ECG (as a dependent variable) and the 

video PPG based HR estimated through the MPA approach (as an explanatory variable). We 

randomly divide the available dataset into two separate partitions: training and testing. We develop 

our model on the training set and use the testing set for predictive model assessment and 

refinement.  

Given our dataset   {𝑦𝑖, 𝑥𝑖 }𝑖=1
𝑛  of n data points, the model takes the form  

𝒚𝒊 = 𝜷𝟎 + 𝜷𝟏𝒙𝒊 + 𝜺𝒊    (7) 

where i=1,… ,n and β0and β1are model parameters β1is the slope and β0is the intercept of the 

linear model.  The relationship is modeled in the presence of the error variable ε. We assume 

E(εi)=0 for all i. We use the Ordinary Least Squares (OLS) method, which minimizes the sum of 

squared residuals, to estimate β. Hence, we need to solve: 

𝒎𝒊𝒏
𝜷𝟎,𝜷𝟏

∑(𝒚𝒊 − 𝜷𝟎 − 𝜷𝟏𝒙𝒊)
𝟐    (8) 

The solution is given by:  
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𝜷�̂� =  
𝑪𝒐𝒗 (𝒙,𝒚)

𝑽𝒂𝒓(𝒙)
      (9) 

𝜷�̂� = ∑(𝒚𝒊 − 𝜷𝟏𝒙𝒊)     (10) 

 

The goodness of the fit is assessed in Section V by the R2 measure, and when there is only one 

explanatory variable, is given by: 

𝑹𝟐 =
𝑪𝒐𝒗 (𝒙,𝒚)𝟐

𝑽𝒂𝒓 (𝒙)𝑽𝒂𝒓(𝒚)
       (11) 

R2 shows that how close the data fits the regression model. The range of R2 is between 0 and 1. 

The value of 0 indicates that the regression model does not explain the variation in the predicted 

variable around its mean, and 1 indicates that the model explain perfectly the variation in the 

predicted variable around its mean. We presume that a shift between the HR obtained from the 

ECG sensor and HR obtained through the MPA approach from facial PPG does exist and can be 

linearly modeled. Such model allows us to improve the HR estimation as evidenced by the results 

presents in Chapter 4.  

3.2. Multi-Camera Approach 

In Section 3.1, we investigate the development of an HR estimation method for restricted subject 

movement using a single camera. We assume that the subject’s face is visible to the camera at all 

time. However, in this section, we expand the movement area of the subject to include the entire 

room. In this approach, we detect the face and its pose during the movement of the subjects and 

switch between different cameras to capture the most appropriate facial frames for HR estimation.  
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3.2.1. Pose Detection 

Pose detection is a general problem in Computer Vision to detect the position of a subject. There 

exists numerous algorithms to estimate the position and orientation of objects. These methods 

usually find key-points’ locations that describe the orientation of the object. In our problem, we 

detect the facial landmarks to find the face in an image and then calculate the pose of the face with 

respect to the camera. We use multiple cameras to capture the most appropriate frames to extract 

the HR information. We use The Openface [46] face detection algorithm to identify the location 

of the facial images and landmarks for the estimation of the subjects’ head pose. Openface 

identifies sixty-eight landmark points including points on the nose, eyebrows, chin, eye corners 

and mouth for face detection and pose estimation [46].  

3.2.2. Camera Selection 

We assume there are N cameras in the room. Hence, we divide the room into 𝜔 non-intersecting 

partitions, where 𝜔 is calculated using equation (12). We place the cameras along the perimeter of 

a circle co-centered with room. We ensure that the distance between adjacent cameras is equal for 

all cameras. 

𝝎 =
𝟑𝟔𝟎°

𝑵
          (12) 

The system continuously selects every time-period t the most appropriate camera to measure the 

HR. The head pose angle of the subject is calculated with respect to each camera’s axis. We refer 

to this angle as Ai where i is the index of the camera and ranges from 0 to N. Hence, the head pose 

angle of a subject looking directly at the camera is 0 degrees. Figure 6 shows the different head 

pose degrees with respect to each camera.  
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To calculate HR, for time-period t, we use the frames captured by the camera corresponding to 

the smallest Ai. 

 

90°  -90°  

45°  -45° 

 

Figure 6: Head Pose degrees with respect to a camera 

 

For the experimental scenario presented in Section 4.1.1.2 and Section 4.1.2.2, we employ four 

cameras placed on each corner of a square-shaped room. Therefore, video frames depicting a 

subject’s head pose angle between [-45°, 45°] are used to estimate the HR.  If we assume an HR 

monitoring session lasts M measurement time-periods, hence: 

𝑇 = 𝑀 × 𝑡 

Where T is the length of the recording session. Therefore, to measure HR during T, we collect 

M sets of frames from the N available cameras. The M sets of frames are considered the input video 

to the HR estimation method. Hence, all steps of processing post-frames compilation are identical 

to those of the single camera approach. To construct the raw RGB signals, the selected ROI (similar 

to the single camera approach) are spatially averaged over all pixels. The rest of method is the 
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same as the algorithm explained in section 3.1. Figure 7 shows an example of how the frames are 

compiled from N cameras to produce a single facial video. 

Camera 1

Camera 2

Camera 3

Camera 4

t1

t2

t3

t4

0 t

0

0

0

t

t

t

0 t= t4t1 t2 t3

Final video

 

Figure 7: Face images extraction from multiple camera in stationary mode 

 

Extracting HR from the face of the moving subjects with one camera has one important 

condition, at least 50% of the face of the subject should be visible in the camera. Otherwise the 

algorithm stops until detection of the face in next frames. Using multiple camera enables the 

algorithm to catch the face with other cameras if one of the cameras lost the face. However, of 

course, there are no guarantees that one of the cameras captures the face at an appropriate angle. 

For instance, the subject might come very close to the camera which crops her/his face out of the 

frame.  

In the experimental scenario of Section 4.1.1.2 and Section 4.1.2.2 we consider a video time-

period t of 1 second (video sampling rate is 30 fps). 
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Chapter 4. Experiment, Results, Evaluation and Discussion 

The experiments discussed in this section were approved by the Office of Research Ethics and 

Integrity at the University of Ottawa (Certificate Number: H02-17-13). We collected a data set 

with eleven volunteer participants (4 female and 7 male) who signed consent forms to participate 

in this study. The data set was used in the experiments described in Sections IV-A and IV-B. 

4.1. Dataset 

We collected a dataset to train and/or test the light equalization, ML, and linear regression methods 

proposed in Sections III-B, III-D, and III-E respectively. The dataset collection procedure was 

approved by the Office of Research Ethics and Integrity at the University of Ottawa (Certificate 

Number: H02-17-13). Eleven adult subjects (4 female and 7 male) volunteered to participate and 

signed a consent form. We collected 220 video segments of the 11 subjects where each video 

segment is 1 minute long. The dataset consists of two subsets: Stationary and Movement Mode.  

The Stationary Mode subset is used in the experiment described in Section 4.1.1. The Movement 

Mode subset is employed in the experiment detailed in Section 4.1.2. 

4.1.1. Stationary Mode Subset 

4.1.1.1. Single Camera Mode:  

We asked participants to sit in front of a camera for 5 minutes with minimum movement. They 

wore a physiological sensor (Zephyr Bioharness) that collects an ECG signal at a sampling rate of 

250 HZ. The data collected by the sensor is used as ground truth to evaluate the accuracy of our 

results. Fig. 8a shows the experiment setup for stationary mode.  
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Figure 8: Experimental setup in stationary mode for (a) Single camera, (b) Multiple camera 

The videos are collected by a conventional RGB camera (Logitech Webcam C270) at 30-frames 

per second and 640×480 pixels per frame—while the camera is mounted on a stable tripod at a 

one-meter distance from the subject. The lighting in the room is a mixture of natural sunlight 

coming from windows and fluorescent ceiling light.  

Table 3 describes the conditions for the Stationary Mode subset collection. 

Table 3:  Description of the stationary data subsets with single camera 

Parameters Stationary Mode 

Experiment length per subject (second) 300 

# of participants 11 

(4 F ,7 M) 

Distance from camera (meter) 1 

Recording rate (fps) 30 

# of 1 min. video segments 55 

# of frames 99000 
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4.1.1.2. Multi-Camera Mode: 

We asked participants to sit in front of one camera and rotate towards the next camera with a speed 

of 30 degree/second. We asked them to stop for 10 second while facing each camera with minimum 

movement. They wore a physiological sensor (Zephyr Bioharness) that collects an ECG signal at 

a sampling rate of 250 HZ. The data collected by the sensor is used as ground truth to evaluate the 

accuracy of our results. Fig. 8b shows the experiment setup for stationary mode using multiple 

camera. The videos are collected by four conventional RGB camera (Logitech Webcam C920) at 

30-frames per second and 640×480 pixels per frame—while the cameras are mounted on the four 

corners of a 4×4 meter square-shaped room and the subject is seated at the center of the room. The 

lighting in the room is a mixture of natural sunlight coming from windows and fluorescent ceiling 

light. Table 4 describes the conditions for the Stationary Mode subset collection with multiple 

cameras. 

Table 4:  Description of the stationary data subsets with multiple camera 

Parameters Stationary Mode 

Experiment length per subject (second) 180 

# of participants 10 

(3 F ,7 M) 

Distance from camera (meter) 0-2 

Recording rate (fps) 30 

# of 1 min. video segments 30 

# of frames 54000 
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4.1.2. Movement Mode Subset 

4.1.2.1. Single Camera Mode: 

As opposed to the Stationary Mode, for the Movement Mode subset, we asked the subjects to 

perform two tasks:  

1- Restricted Movement: move in the room for 15 minutes by walking, talking, or lying down 

given that at least 50% of their face is visible to the camera (see Fig. 3a). Sections of the 

video where less than 50% of the face was visible were not considered. 

2- Unrestricted Movement: move freely in the room without any consideration about the 

camera (they can turn away from the camera). This task was done to compare the 

performance of the single camera against multiple camera in the same situation.  

The dimensions of the room are 7m×7m. The rest of the experimental conditions, including 

lighting, camera, and sensor are identical to the ones used for the experiment described in 

Section IV-A. Figure 9 shows the room setup for subjects in movement.  

 

Figure 9:  Experimental setup in movement mode for (a) Single camera, (b) Multiple camera 
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Table 5 describes the conditions for the Movement Mode subset collection with single camera. 

Table 5:  Description of the movement mode data subsets with single camera 

Parameters Movement Mode 

Experiment length per subject (second) 900 

# of participants 11 

(4 F ,7 M) 

Distance from camera (meter) 0-7  

Recording rate (fps) 30 

# of 1 min. video segments 165 

# of frames 297000 

 

4.1.2.2. Multi-Camera Mode: 

For the Movement Mode subset, we asked the subjects to move in the room for 4 minutes by 

walking, talking, or lying down (see Fig. 9b). The dimensions of the room are 4m×4m. The 

subjects can move freely without any constraint. In this experiment at least one of the cameras can 

capture the face based on the subject’s angle with respect to each camera. The rest of the 

experimental conditions, including lighting, camera, and sensor are identical to the ones used in 

the experiment described in Section 4.1.1. Table 6 shows the conditions for the movement mode 

subset collection with multiple cameras. 

Table 6: Description of the movement mode data subsets with multiple camera 

Parameters Movement Mode 

Experiment length per subject (second) 240 

# of participants 10 

(3 F ,7 M) 

Distance from camera (meter) 0-7 

Recording rate (fps) 30 

# of 1 min. video segments 40 

# of frames 72000 
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4.1.3. Dataset Training 

We train the ML algorithm we employ for channel selection post-ICA (proposed in Section 3.1.4) 

using a randomly chosen 70% of the dataset (i.e. 154 video segments). We reserve 30% of the 

dataset for later testing. Each video is processed using the proposed method described in Section 

III and depicted in Fig. 1b up to the Filtering stage. The ICA module produces three independent 

components. Hence, from the 154 video segments, we extract a total of 462 independent 

components (3 from each video). We manually attach a label of “Yes” or “No” to each independent 

component based on the ground truth HR as measured by the ECG sensor. Evidently, the “Yes” 

label corresponds to the independent component that best reflects the HR compared to the two 

other ones produced from the same video segment. That is, the “Yes” labelled independent 

component is the most appropriate to estimate the HR from the facial PPG. To establish the label 

for an independent component, we calculate the absolute difference between the HR estimated 

from that component and HR obtained from the ECG sensor. We suppose that the independent 

component that renders the smallest absolute difference is the one that best reflects the HR, and 

consequently is the one that is granted the “Yes” label. The other two are given the “No” label. 

During training, the dataset is randomly shuffled to maintain generalized learning. By shuffling 

the data, we ensure that each data point creates an independent change on the model, without being 

biased by previous ones. We use a 10-fold cross validation to assess the fitness of the model before 

evaluating it with the testing data set. 

4.2. Single Camera Mode 

In this section, we provide an evaluation of the proposed contributions with a single camera.  

The dataset used in the experiments is described in Sections 4.1.1.1 and Section4.1.2.1. 
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4.2.1. HR Estimation in Stationary Mode 

We present the results of the HR estimation from facial video in the Stationary Mode. Hence, 

we use the Stationary Mode data subset described in Section 4.1.1.1 for all assessments.  

4.2.1.1. ICA Independent Component Channel Selection 

The ICA module outputs three channels, one of which contains the most accurate 

representation of the PPG signal. To establish the ground truth with respect to the best component 

carrying the PPG information, we calculate the absolute difference between the HR estimated from 

each independent component and HR obtained from the ECG sensor. We suppose that the 

independent component that renders the smallest absolute difference is the one that reflects best 

the PPG information. Fig. 4 shows an example of the independent components post ICA and 

filtering. 

To develop an independent component selection scheme, we train several ML algorithms on the 

given dataset. During training, the dataset is randomly shuffled to maintain generalized learning. 

By shuffling the data, we ensure that each data point creates an independent change on the model, 

without being biased by previous ones. Table 7 presents the classification results for the four 

considered ML schemes: KNN, Random Forest, K-Star and Stacked Random Forest and K-Star. 

The Stacked Random Forest and K-Start yields the best results in terms of Precision, Recall, and 

Accuracy. 
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Figure 10: Output of the ICA and noise reduction procedures 

This is unsurprising given that stacking two or more classifiers with reasonable performance 

typically increases the overall accuracy of the model [69]. Hence, we will adopt this scheme as our 

proposed ML-based method. 

Table 7: Performance of the proposed ML Technique 

Performance 

Metrics 

KNN Random 

Forest 

K-Star Stacking C 

(Random Forest, K-

Star) 

Precision 0.848 0.854 0.852 0.870 

Recall 0.845 0.855 0.849 0.869 

Accuracy (%) 84.539 85.191 85.213 86.871 

Area under ROC 

Curve (AUC) 

0.869 0.912 0.871 0.934 

 

To select the independent component carrying the PPG signal, Poh et al. [4] heuristically choose 

the second component. Monkaresi et al. [5] propose a ML technique to choose the best independent 
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component produced by the ICA module. They select nine features to train their ML algorithm. 

The features are the frequency with the highest magnitude in each component before and after 

noise filtering and the index of the spectral peak in the Power Spectral Density (PSD) of each 

component, after the application of the noise reduction method. Their algorithm utilizes 

ICA+KNN to select the best signal out of the three independent components. They find that the 

third component produces the lowest RMSE compared to the others. However, they did not report 

the performance of their ML scheme. They conclude that the third component is the most probable 

signal that carries the HR information. 

We calculate the absolute difference between the HR obtained from ECG and the HR obtained 

from each of the three independent components outputted by the ICA module for a video segment. 

We count the independent component that results in the lowest absolute difference to be the one 

carrying the useful HR information.  Through this process, we found that for our dataset, the HR 

is best calculated as follows by the three channels: 13.11% by the first component, 30.58% by the 

second component, and 56.31% by the third component. Although it seems from these results that 

the PPG signal is mostly carried by the second and third components, we cannot select a single 

channel that consistently best carries the PPG information. Table 8 compares the proposed ML-

based method (Stacked Random Forest and K-Star) with that of Poh et al. [4] and Monkaresi et al. 

[5]. The proposed scheme produces better results compared to the approaches by Poh et al. [4] and 

Monkaresi et al. [5] in terms of Precision, Recall, and Accuracy. The ICA produces the 

independent components in a random order [64] .Hence, it might be counterproductive to assume 

that one component, based on its order as it appears in the output of the ICA module, will always 

best reflect the PPG signal. Hence, the application of the proposed ML algorithm to evaluate all 

independent components and resolve the best one removes any reliance on the order at which the 
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independent components appear in the output. In the proposed machine learning scheme, the 

application of the PCA technique to narrow our initial feature set allowed us to preserve the most 

relevant features to solve the problem. Furthermore, the application of stacking permitted us to 

leverage the strengths of the Random Forest and K-Star algorithms. 

Table 8: Comparison of Poh et al. [4], Monkaresi et al. [5], and the proposed ML scheme for channel selection 

Performance Metrics Poh et al. [4] Monkaresi et 

al. [5] 
Stacking C (Random 

Forest, K-Star) 

Precision 0.271 0.463 0.870 

Recall 0.266 0.455 0.869 

Accuracy (%) 26.658 46.284 86.871 

Area under ROC 

Curve (AUC) 51.356 60.472 0.934 

 

4.2.1.2. HR Estimation before Light Equalization and Regression  

Table 9 shows the comparison of the Poh et al. [4] and Monkaresi et al. [5] HR estimation 

techniques with the proposed method (without the application of light equalization and regression). 

We can observe the positive effect of accurately selecting the independent component through the 

proposed ML-based technique on the results.  For instance, the RMSE decreased by 37% and 21% 

compared to Poh et al. [4] and Monkaresi et al. [5], respectively.  
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Table 9: Comparison of Poh et al. [4], Monkaresi et al. [5] and proposed method before light equalization in stationary mode 

Parameters Poh et al 

[4] 

Monkaresi et al. [5] Proposed method 

Selected component 2nd 3rd  - 

Mean Bias (bpm) -0.12 0.91 0.79 

SD of Bias (bpm) 3.11 2.03 1.34 

Upper limit (bpm) 6.09 3.97 2.62 

Lower limit (bpm) -6.33 -2.15 -1.83 

RMSE (bpm) 2.38 1.89 1.50 

Corr. coefficient 0.98* 0.98* 0.98* 

                                    *: (p<0.004) 

 

4.2.1.3. HR Estimation After Light Equalization and Before Regression 

Table 5 shows the improvement in HR estimation when light equalization is applied. We 

achieved lower RMSE in comparison with Poh et al. [4] and Monkaresi et al. [5]. By utilizing light 

equalization, the fluctuation of light across frames in a window is stabilized. These fluctuations 

can possibly introduce noise to the signal as they alter the skin color from which the PPG signal is 

derived.  Hence, their reduction results in a cleaner signal as it is evidenced by the results of Table 

10.  

Table 10: Comparison of Poh et al. [4], Monkaresi et al. [5], and proposed method after light equalization in stationary mode 

Parameters Poh et al. [4] Monkaresi et al. [5] Proposed method 

Selected components 2nd 3rd  - 

Mean Bias (bpm) -0.12 0.91 0.78 

SD of Bias (bpm) 3.11 2.03 1.32 

Upper limit (bpm) 6.09 3.97 2.58 
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Lower limit (bpm) -6.33 -2.15 -1.03 

RMSE (bpm) 2.38 1.89 1.47 

Corr. coefficient 0.98* 0.98* 0.98* 

*: (p<0.004) 

 

4.2.1.4. HR Estimation after Light Equalization and Regression 

The proposed regression model in Section III-E finds a relationship between the HR calculated 

from the video derived PPG signal and HR extracted from the ECG sensor.  Using this model, we 

are able to eliminate any systematic bias between the two HR extraction methods. Hence, when 

we applied the regression model, we obtained a lower mean and standard deviation of bias and a 

lower RMSE. Table 11 summarizes the details of the results before and after applying the 

regression model.  

Table 11: Comparison of the estimated HR after light equalization and before and after regression in Stationary Mode 

Parameters Before 

 Regression 

After  

Regression 

Mean Bias (bpm) 0.78 0.70 

SD of Bias (bpm) 1.32 1.25 

Upper limit (bpm) 2.58 3.15 

Lower limit (bpm) -1.03 -1.75 

RMSE 1.47 1.38 

Corr. coefficient 0.98* 0.99* 

*: (p<0.004) 
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4.2.2. HR Estimation in Movement Mode 

In this section we use the dataset from Section 4.1.2.1.  Table 12 compares the estimated HR 

with subjects’ movements before and after the light equalization. In comparison to the stationary 

mode, the positive effect of light equalization is larger in the presence of movement as the light 

projected on the face fluctuate more in this situation. As the subject displaces in the unevenly lit 

room, the amount and direction of light reflecting on the face varies, thus requiring the need for 

light equalization to reduce the negative effect of such phenomenon on the quality of the retrieved 

PPG signal. In fact, the application of light equalization decreases the RMSE by 2% for the 

experiment with stationary subjects (Table 10) compared to a decrease of 30% for the experiment 

with subjects in movement.  

 

Table 12: Comparison of the estimated HR before and after light equalization in Movement Mode 

 

Parameters 

Before  

Light Equalization 

After  

Light Equalization 

Mean Bias (bpm) 2.12 1.47 

SD of Bias (bpm) 3.96 3.10 

Upper limit (bpm) 7.76 5.78 

Lower limit (bpm) -3.48 -3.46 

RMSE 2.43 1.69 

Corr. coefficient 0.88* 0.89* 

*: (p<0.004) 

Table 13 shows the results of the proposed algorithm when light equalization and regression are 

applied. We achieved a 34% reduction in RMSE compared to the experiment when regression was 

not applied. 
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Table 13: Comparison of the estimated HR after light equalization and before and after regression in Movement Mode 

Parameters Before  

Regression 

After 

 Regression 

Mean Bias (bpm) 1.47 1.20 

SD of Bias (bpm) 3.10 1.77 

Upper limit (bpm) 5.78 4.70 

Lower limit (bpm) -3.46 -2.30 

RMSE 1.69 1.12 

Corr. coefficient 0.89* 0.93* 

*: (p<0.004) 

Fig. 11 reports the results of the regression model and bland Altman plot on the Actual HR and 

our estimated HR. The Bland Altman plot shows the high agreement between the actual HR and 

the estimated HR. 

 

 

Figure 11: Statistical Results of (a) Regression model (b) Bland and Altman plot 
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4.3. Multi-Camera Mode 

In this section, we provide an evaluation of the proposed contributions using multiple cameras. 

The dataset used in the experiments is described in Sections 4.1.1.2 and 4.1.2.2. 

4.3.1. HR Estimation in Stationary Mode 

In this section, we present the results of the HR estimation from facial video in the Stationary 

Mode. Hence, we use the Stationary Mode data subset described in Section 4.1.1.2 for all 

assessments.  

4.3.1.1. HR Estimation Before and After Light Equalization 

As mentioned in section 4.2.2, the light equalization method improves the HR estimation in 

movement more than stationary mode. However, in this experiment, due to the rotation of the 

subjects toward each camera, the lighting in the successive video frames needs to be equalized. 

Table 14 compares the estimation of HR before and after the light equalization. 

Table 14: Evaluation of the method before and after Light Equalization 

 

Parameters 

Before 

 Light Equalization 

After 

 Light Equalization 

Mean Bias (bpm) 0.831 0.801 

SD of Bias (bpm) 1.382 1.330 

Upper limit (bpm) 2.704 2.606 

Lower limit (bpm) -1.874 1.806 

RMSE (bpm) 1.55 1.511 

Corr. coefficient 0.98* 0.98* 

                                      *: (p<0.004) 
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4.3.1.2. HR Estimation Before and After Regression 

Regression has improved the HR estimation in both cases of single and multiple cameras. In 

Table 15 we provide the result of applying the Regression model on the data to evaluate its effect 

on the HR estimation.  

Table 15: Evaluation of the method after Light Equalization and before and after Regression 

 

Parameters 

Before  

Regression 

After  

Regression 

Mean Bias (bpm) 0.801 0.743 

SD of Bias (bpm) 1.330 1.29 

Upper limit (bpm) 2.606 2.528 

Lower limit (bpm) 1.806 -1.788 

RMSE 1.511 1.433 

Corr. coefficient 0.98* 0.99*  

                         *: (p<0.004) 

4.3.2. HR Estimation in Movement  

We use the dataset described in Section 4.1.2.2. for this experiment.  In this section we estimate 

the HR signal extracted from a single camera to the signal employed from four camera in 

unrestricted movement. First, we provide the results of Light Equalization algorithm due to its 

significant impact on our result. Then, we provide the results of the regression algorithm. 

4.3.2.1.   HR Estimation Before and After Light Equalization 

Light fluctuation in movement is more sensible than in stationary.  When the subject moves in the 

room the distance and angle of the subject change with respect to the light source. In addition 

different cameras have different angel with respect to the light source.  Switching between cameras 
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can produce new source of noise to the signal. Equalizing Light across the frames removes the 

unwanted frequencies from the signal. Table 16 provides the result of the estimated HR before and 

after Light Equalization. 

Table 16: Evaluation of the method before and after Light Equalization 

 

 

Parameters 

Before  

Light Equalization 

After 

 Light Equalization 

Single 

Camera 

Four  

Cameras 

Single 

Camera 

Four 

Cameras 

Mean Bias (bpm) 8.651 1.992 7.922 1.39 

SD of Bias (bpm) 7.542 3.871 6.891 2.81 

Upper limit (bpm) 14.782 7.585 13.506 5.507 

Lower limit (bpm) -6.131 -5.595 -5.584 -4.117 

RMSE (bpm) 6.412 1.912 5.712 1.43 

Corr. coefficient 0.80 0.93 0.84 0.95 

                                   *: (p<0.004) 

The result of the Table 15 shows that using more than one cameras can improve the accuracy 

and decrease the error of the estimation. One camera alone cannot cover all of the angle of a 

moving person’s face. Each frame is spatially averaged and creates a data point of the estimated 

HR signal. Then, the estimated HR signal loses some of the essential points when some faces of 

the subjects are missing due to the bad video coverage of a single camera.  Hence the error of the 

estimation is higher with one camera in comparison with multiple cameras. 

4.3.2.1. HR Estimation Before and After Regression 

Using regression the proposed algorithm robustness increased and the RMSE decreased from 1.43 

to 0.96 bpm. Table 17 presents the improvement achieved by the regression algorithm.  
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Table 17: Evaluation of the method before and after Regression 

 

 

Parameters 

Before Regression After Regression 

Single 

Camera 

Four  

Cameras 

Single 

Camera 

Four 

Cameras 

Mean Bias (bpm) 7.922 1.39 6.651 1.081 

SD of Bias (bpm) 6.891 2.81 6.341 1.364 

Upper limit (bpm) 13.506 5.507 12.428 2.665 

Lower limit (bpm) -5.584 -4.117 -5.774 -1.585 

RMSE (bpm) 5.712 1.43 5.081 0.96 

Corr. coefficient 0.84 0.95 0.85 0.98 

  

Figure12 presents the performance of the regression model and bland Altman plot. Bland-Altman 

plot in Figure 12 analyze the agreement between the estimated HR from the proposed algorithm 

using multiple cameras and the HR extracted from the ground truth. 

 

Figure 12: Statistical Results of (a) Regression model (b) Bland and Altman plot In Multiple camera experiment 
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Chapter 5. Conclusion & Future Works 

In this chapter, we conclude the results we reached in this work. Then, we describe ideas for future 

research in this field. 

5.1. Conclusions 

We proposed and evaluated a method for the remote measurement of HR using a PPG signal 

extracted from a video recording of a subject’s face. The proposed method is based on the 

technique presented by Poh et al.’s [1]. However, we extended the latter technique by 

implementing a light equalization scheme to reduce the effect of spatial and temporal light 

variation on the HR estimation, a ML method to select the most accurate channel outputted by the 

ICA module, and a regression model that estimates the relationship between the HR calculated 

through the MPA scheme and the measurement extracted from an ECG signal. 

We distinguish our work from existing ones as follows: 

 We propose a light equalization scheme to minimize the negative effect of noise generated 

from the fluctuation of light on HR estimation; 

 We develop a ML algorithm to select the BVP information carrying component after 

performing ICA on the RGB channels; and 

 We propose a linear regression model to improve the accuracy of the HR estimate obtained 

through the ICA. 

 We propose a multiple camera HR monitoring system to allow the monitored subject to 

roam an environment without restriction. 
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In our experimental results, we found that the proposed light equalization technique reduces the 

RMSE by 0.74 bpm for moving subjects and 0.03 bpm for still subjects, the ML technique selects 

the correct component outputted by ICA with an accuracy of 86.9%, and the application of the 

regression model to adjust the estimated HR reduced the RMSE by 0.57 bpm for moving subjects 

and 0.09 bpm for still subjects. 

Moreover, using multiple cameras improves the limitation of movement for detection of face while 

the face is not visible for one camera. In our method we extract and combine partial signals from 

multiple cameras. If subjects move freely in the room one camera cannot capture face all the time 

and we would face significant frame loss. We achieved 0.96 bpm for RMSE in estimating the HR 

using multiple cameras. Our method presents possibility of continuous measurement of 

physiological vital signs in stationary and movement of the subjects.  

5.2. Future Works 

We employ several algorithm to extract HR from the face images.  There are several improvements 

that can be made to the proposed method: 

1. Deep Learning algorithm can be used to extract the useful features from the raw signals 

after the ICA, as oppose to manually selecting the features.  

2. The HR estimates can be used in an affective computing system to detect the emotions of 

the monitored individual. In fact, since we are tracking the face across multiple frames, we 

can combine facial expression estimation with the HR information to realize a multimodal 

affect recognition system. 
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3. In this thesis, we do not investigate the implementation of this system on hardware 

platforms. Therefore, deploying the proposed method from the camera to output of the 

regression model in a real time scenario may interest researchers in the field. 
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